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TECHNICAL GAS-ANALYSIS
exit for the waste gases.    At the bottom of the fixed a small glass tube drawn out to a jet, through liquid formed during a test drops into a flask beneath, test should be carried out in a room in which no other 8 burnt, and the air of which is not otherwise contaminated sulphur dioxide.
The gas is burned at the rate of 0-5 to 07 cb. ft. per the trumpet tube being placed on the burner when the  i
index   passes   a which   is   noted, products of corttbu: together with  the monia evaporated the     carbonate, through the condc where  the  sulphu oxide is condensed the products as a tion of ammonium phate,   the    exces oxygen   present   e ing the oxidation c; sulphite to sulphatt soon   as   the   req quantity of gas has passed,   the   suppl shut  off.      For    oi purposes,    meters used which are arra to cut off the gas st automatically  who F1G> I0g.                            cb. ft. have passed,
to  record  the  tim
which this takes place.    For unofficial tests this is, of ccj unnecessary.    After cooling, the condenser tube and cyli are washed out with distilled water into the beaker or containing the   condensed   liquid,   and   the  sulphur   in latter   determined   in   the   usual  way,  either   in   the   v or in an aliquot  part of the solution, by precipitation barium chloride.     From the  weight of barium  sulphate
